[Results of radiologic follow-up of patients with automatic implantable cardioverter-defibrillators].
In the follow-up of patients with automatic implanted cardioverter defibrillators (AICD), the serial radiographs give us important information concerning the cardiac function, signs of cardiac insufficiency may be a first sign of a dysfunction of the implanted aggregate or of the system of electrodes. Not only the short term but also the radiographs over a long period of time are important. The estimation of the correct positions of the electrodes is important too, for dislocation or disconnection of the electrodes lead to a misfunction of the AICD. On the other hand a kinging or a disconnection of the marker-stripe of plain-surfaced electrodes needs no correction for they do not lead to a misfunctioning AICD. Beside the serial radiographs, radioscopy is important because a disconnection of the electrodes often is not visible except by radiography.